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Abstract
Background
Sexually transmitted infections (STIs) are prevalent throughout the world and impose a significant burden on individual health and public health systems. Missed diagnosis and late treatment of STIs can lead to serious complications such as infertility and cervical cancer. Although sexually transmitted co-infections are common, most commercial assays target one or a few STIs. The HPV-STI ChapterDx Next Generation Sequencing (NGS) assay detects and quantifies 29 HPVs and 14 other STIs in a single-tube and single-step PCR reaction and can be applied to tens to thousands of samples in a single sequencing run.

Methods
A cohort of 274 samples, previously analyzed by conventional cytology/histology and Roche cobas HPV Test, were analyzed by ChapterDx HPV-STI NGS assay for detection of 43 HPV and STI. A set of 43 synthetic control DNA fragments for 43 HPV and STI were developed to evaluate the limit of detection, specificity, and sensitivity of ChapterDx HPV-STI NGS assay.

Results
The assay was evaluated in this study, and the limit of detection was 100% at 50 copies for all targets, and 100%, 96%, 88% at 20 copies for 34, 8, and 1 target, respectively. The performance of this assay has been compared to Roche cobas HPV test, showing an overall agreement of 97.5% for hr-HPV, and 98.5% for both, HPV16 and HPV18. The assay also detected all HPV-infected CIN2/3 with 100% agreement with Roche cobas HPV results. Moreover, several co-infections with non-HPV STIs, such as C. trachomatis, T. vaginalis, M. genitalium, and HSV2 were identified.

Conclusions
The ChapterDx HPV-STI NGS assay is a user-friendly, easy to automate and cost-efficient assay, which provides accurate and comprehensive results for a wide spectrum of HPVs and STIs.

Supplementary Information
The online version contains supplementary material available at https://​doi.​org/​10.​1186/​s13027-022-00420-8.
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Introduction
Sexually transmitted infections (STIs) are prevalent globally and World Health Organization (WHO) estimates that annually there are 376 million new cases of four curable STIs: Chlamydia trachomatis, Neisseria gonorrhoeae, Treponema pallidum (syphilis), and Trichomonas vaginalis. Prevalence of several viral STIs is similarly high with an estimated 500 million people infected with herpes simplex type 2 (HSV2), and approximately 291 million women harboring human papillomaviruses (HPV) [1]. STI prevalence varies by region, gender. STI epidemics cause a profound impact on physical and psychological health worldwide [1, 2].
HPVs are a large group of viruses with more than 200 completely characterized types, and new HPV types being continuously found [3]. Among them, about 40 types known to infect human anogenital tract are grouped into high risk (hr)-HPV and low risk (lr)-HPV types based on their oncogenic potential [4, 5]. Hr-HPVs are the causative agents of cervical cancer and have been detected in 99.7% of cervical cancers [6, 7]. Fourteen hr-HPV types are considered to cause most cervical cancers worldwide. Nevertheless, other hr-types have also been reported to cause cervical cancer [4, 5]. HPV oncogenic potential is highly type-dependent as some types are more oncogenic. Many studies have shown that extended genotyping information holds important clinical value for patient management and triage of HPV positive women [8–10].
HPV viral load quantification has been shown to be a predictor of infection persistence or clearance [11]. It has also been reported that HPV viral load is associated with risk of persistent infection and precancer [12–15], indicating viral load as a candidate risk marker [16]. Currently, viral load is measured mainly by quantitative polymerase chain reaction (qPCR) on a limited number of hr-HPV types such as HPV16 and HPV18. An assay that can detect and quantify many HPVs in a single-tube PCR reaction is a needed tool for association studies of viral load and precancer.
Besides HPVs, several bacteria and viruses infect human anogenital area. Earlier studies indicated that non-HPV STIs could facilitate the entry of HPV virions into host cells, change in the immunological response pathways, and decrease the host’s ability to clear HPV infection [16–18]. Co-infections between hr-HPVs and non-HPV STIs such as Chlamydia trachomatis, Neisseria gonorrhoeae, Trichomonas vaginalis, Ureaplasma urealyticum, and HSV2 have been reported to be associated with HPV persistence, cervical dysplastic and neoplastic lesion [19–26]. Co-infections between HPVs and non-HPV STIs are widespread. Since most commercial kits detect one or two STIs, multiple tests are required for comprehensive STI identification.
This work presents the evaluation of the ChapterDx HPV-STI NGS assay (NGS assay in short) that amplifies 29 HPVs and 14 STIs (Table 1) with species/type-specific primers in a single-tube and single-step PCR reaction followed by NGS (Fig. 1). This assay can detect and quantify these 43 targets from tens to thousands of samples in a single Illumina sequencing run (depending on the sequencing platform and sequencing kit).
Table 1The list of 43a HPV/STI in the NGS panel


	12 HR-HPV types
	HPV16, 18, 31, 33, 35, 39, 45, 51, 52, 56, 58, 59

	7 Probably HR-HPV types
	HPV26, 53, 66, 68a, 68b, 73, 82

	10 LR-HPV types
	HPV6, 11, 40, 42, 43, 44, 55, 61, 81, 83
	 
	14 STI species/types
	Chlamydia trachomatis (serovars A to K)
	Ureaplasma urealyticum

	 	Neisseria gonorrhoeae
	Ureaplasma parvum

	 	Mycoplasma genitalium
	Herpes simplex virus type 1

	 	Trichomonas vaginalis
	Herpes simplex virus type 2

	 	Treponema pallidum
	Varicella zoster virus

	 	Haemophilus ducreyi
	Chlamydia trachomatis serovar L1

	 	Mycoplasma hominis
	Chlamydia trachomatis serovar L2


aFor simplicity, HPV68a and HPV68b are listed as separate HPV types; Chlamydia trachomatis serovar L1 and L2 are listed as separate STIs


[image: ]
Fig. 1A schematic illustration of ChapterDx HPV-STI NGS workflow


Materials and methods
Clinical HPV screening specimens
A cohort of 274 blind samples that had previously been analyzed by conventional cytology/histology and Roche cobas HPV Test (Roche, Pleasanton, CA, USA) was selected for this study. Within this cohort, 102, 101 and 57 samples were negative for intraepithelial lesions or malignancy (NILM), low-grade squamous intraepithelial lesion (LSIL) and high-grade squamous intraepithelial lesion (HSIL), respectively; and five were invasive carcinoma and nine samples had no cytology results. The available histological results for this cohort were: cervical intraepithelial neoplasia grade 1 (CIN1) (N = 4), CIN2 (N = 1) and CIN3 (N = 58), 3 squamous cell carcinoma (SCC) and 2 adenocarcinoma (AdC). HPV samples were shipped from Oncogenic Viruses Service, National and Regional HPV Reference Laboratory, National Institute of Infectious Diseases-ANLIS “Dr. Malbrán”, Buenos Aires, Argentina to Chapter Diagnostics in Menlo Park, California, USA, for comprehensive HPV-STI analysis.
Roche cobas HPV testing
The 274-sample cohort were analyzed by Roche cobas HPV automated platform [27, 28]. The amplification of target DNA is performed by real-time PCR technology delivering genotype results for HPV16 and HPV18 (individually), along with a simultaneous, pooled result for other 12 high-risk genotypes. The system uses an internal control (ß-globin cellular) to prevent false negative results.
ChapterDx HPV-STI NGS kit
ChapterDx HPV-STI NGS kit targets 19 hr-HPVs, 10 lr-HPVs, 14 non-HPV STIs, and GAPDH as internal control. Table 1 shows the HPV genotypes and non-HPV STIs covered by the kit.
Controls for analytical performance
A set of 43 synthetic control DNA fragments for all targets were synthesized by Integrated DNA Technologies (Coralville, IA). The controls were designed based on following references derived from PapillomaVirus Episteme (PaVE) database: HPV6 (KU298876.1), HPV11 (KU298879.1), HPV16 (LC193821.1), HPV18 (KU707825.1), HPV26 (KF444058.1), HPV31 (KU163582.1), HPV33 (KU050111.1), HPV35 (JX129488.1), HPV39 (KC470231.1), HPV40 (KU298895.1), HPV42 (JQ902118.1), HPV43 (HE962401.1), HPV44 (HE963128.1), HPV45 (KU049754.1), HPV51 (KU050115.1), HPV52 (KU298909.1), HPV53 (KU951265.1), HPV55 (KU298899.1), HPV56 (KU050122.1), HPV58 (KU550636.1), HPV59 (KC470266.1), HPV61 (KU298923.1), HPV66 (KU298928.1), HPV68a (KC470268.1), HPV68b (KU298932.1), HPV73 (KU298935.1), HPV81 (KU298939.1), HPV82 (AB027021.1), HPV83 (AF151983.1), Chlamydia trachomatis (serovars A to K) (CP018052.1), Chlamydia trachomatis serovar L1 (JN795429.1), Chlamydia trachomatis serovar L2 (JN795428.1), HSV1 (KX946970.1), HSV2 (KU886303.1), VZV (KX262866.1), Haemophilus ducreyi (CP015434.1), Mycoplasma genitalium (CP003773.1), Mycoplasma hominis (CP011538.1), Neisseria gonorrhoeae (LT592163.1), Treponema pallidum (CP016048.1), Trichomonas vaginalis (XM_001582357.1), Ureaplasma parvum (AP014584.1) and Ureaplasma urealyticum (CP041200.1). The DNA controls were pooled and diluted into 100, 50 and 20 copies per vial in a final volume of 5 µl. Each pool was spiked with 10 ng human genomic DNA. The pools were amplified and sequenced in 23 replicates for 100 copies and 24 replicates for 50 and 20 copies to assess the limit of detection (LoD) of the NGS assay. The acceptable consensus for an assay’s LoD at the lowest concentration is ≥ 95% for at which 19/20 replicates are positive [29].
DNA extraction and PCR
Genomic DNA extraction for 274-sample cohort were performed by Roche cobas HPV Test (cobas for short) platform. All the specimens were measured by Qubit 3 (ThermoFisher, CA, USA) to monitor the presence and concentration of DNA prior to PCR. One-step multiplex PCR was performed in 15 µl final volume in a 96-well plate on a Veriti thermocycler (ThermoFisher, CA, USA). The PCR reaction consisted of target-specific primers (29 HPV, 14 STI and internal control), barcoded universal primers, sample DNA, DNA polymerase, dNTPs and PCR buffer. The PCR conditions were according the ChapterDx HPV-STI NGS kit instructions.
Library preparation and next-generation sequencing
After PCR, the amplified products were pooled into a 1.5 ml tube (or a 15 ml tube depending on the sample size). A portion of the pooled amplicons was purified with SPRIbeads (Beckman Coulter, CA, USA) according to the manufacturer’s instructions. The purified pooled amplicons concentration was measured on a Qubit fluorometer, and the concentration was adjusted for sequencing according to Illumina library preparation instructions. The library was sequenced on an Illumina MiniSeq platform using an Illumina Mid-Output sequencing kit (Illumina, CA, USA). The workflow is depicted in Fig. 1.
Sequence data analysis software and interpretation
(1) Decoding: sequencing reads (FASTQ format) for forward and reverse reads and forward and reverse indexing reads are input in ChapterDx Analysis Software. The software assigns sequencing reads for a sample based on the sequence of both forward and reverse index reads with no mismatch; (2) Mapping: sequencing reads are mapped onto reference sequences using the Smith-Waterman algorithm with options as nucleotide match reward is 1, nucleic mismatch penalty is -3, cost to open a gap is 5, and cost to extend a gap is 2. Only the alignment of best match is kept for each sequencing read if the alignment score is beyond 60. Alignments of paired reads with identical reference sequences are kept. Reads are labeled to the reference based on their corresponding alignments; (3) Genotyping: a sample is called positive for a species/type when there are more reads than the preset cutoff reads labelled with the corresponding reference.
NGS detection threshold
For determining the cutoff detection threshold, samples from HPV LabNet international proficiency panel [30] as well as control HPV plasmids (HPV11, 16, 18, 31, 33, 35, 39, 45, 51, 58, 59 and 68) were used. The LabNet panel consists of 43 samples, containing different concentrations of HPV plamids of hr-HPV16, 18, 31, 33, 35, 39, 45, 51, 52, 56, 58, 59, 66, 68a, 68b and lr-HPV6, 11. Several samples contain 2–4 HPV plasmids to mimic multiple co-infections. Based on ChapterDx HPV-STI NGS sequence data from LabNet international proficiency HPV panel and control HPV plasmids, the threshold for positive samples were set at 3 reads. Samples below the threshold were considered negative.
Statistical analysis
The HPV and STI species/types frequencies, cytology and histology were calculated by Microsoft excel. Overall agreement for 14 hr-HPV, HPV16, 18 and other 12 HPVs between ChapterDx HPV-STI NGS and Roche cobas HPV assays were calculated by Cohen’s Kappa coefficients with 95% confidence intervals (CIs).
Results
Analytical performance of the assay
To evaluate the analytical performance and sensitivity of the assay, a set of 43 synthetic control DNA fragment pools of 100 copies (23 replicates), 50 copies (24 replicates), 20 copies (24 replicates) and 0 copies (blank) spiked with 10 ng human genomic DNA were analyzed to determine the LoD. 100 copies and 50 copies control DNA were detected in all replicates. For the 20 copies pool replicates, the detection rate was 100% (24/24) for 34 targets, 95.8% (23/24) for HPV6, 11, 39, 42, 43, 45, 56 and 83 (8 targets) and 87.5% (21/24) for Mycoplasma genitalium (Tables 2 and 3). The lowest concentration LoD is recommended at ≥ 95% (for 19/20 replicates) [29], therefore, the LoD was determined at 20 copies for all targets except for Mycoplasma genitalium. There was no sequencing reads for the blank sample. The 43 control DNA average sequencing depth for replicates of 100, 50 and 20 copies were 876X, 640X, and 309X (excluding GAPDH internal control).Table 2LoD results of 43 control fragment pools for 23 replicates of 100 copies and 24 replicates of 50 and 20 copies


	Copy number (43 control pool)
	Type/species
	Replicate detection rate
	% LoD detection

	100 Copies
	43/43
	23/23
	100

	50 Copies
	43/43
	24/24
	100

	20 Copies
	34/43
	24/24
	100

	 	8/43
	23/24
	95.8

	 	1/43
	21/24
	87.5



Table 320 copies LoD for 9 control fragments below100% agreement


	Species/types
	Replicate agreement
	LoD agreement (%)

	HPV6
	23/24
	96

	HPV11
	23/24
	96

	HPV39
	23/24
	96

	HPV42
	23/24
	96

	HPV43
	23/24
	96

	HPV45
	23/24
	96

	HPV56
	23/24
	96

	HPV83
	23/24
	96

	M. Genitalium
	21/24
	88




Agreement between ChapterDx HPV-STI NGS assay and Roche cobas HPV Test in cervical samples with cyto-histological diagnosis
To evaluate the agreement with the Roche cobas HPV test, 274 clinical samples were analyzed by ChapterDx HPV-STI NGS assay. Out of 274 samples, the results for 267 samples agreed with those by cobas HPV test for 14 hr-HPVs. Among those 267 samples, 241 were positive and 26 were negative for 14 hr-HPVs. The overall agreement for 14 hr-HPVs between both methods was 97.5% with kappa 0.867. The CIN1 (n = 4), CIN2/3 (n = 59) were positive for hr-HPV by both cobas and the NGS assays (Table 4). Of the 5 cancer samples, one squamous carcinoma sample and one adenocarcinoma sample were negative for 14 hr-HPV by both cobas and the NGS assay. The adenocarcinoma sample was positive for HPV44, 81 by the NGS assay, which was confirmed by reverse line blot assay [31].Table 4Overall concordance of 274 clinical samples between ChapterDx HPV-STI NGS assay and Roche cobas for 14 high-risk HPVs, stratified by histology and cytology


	 	Roche cobas 4800

	Negative
	Positive
	Agreement (%)
	kappaa

	ChapterDx HPV-STI NGS assay

	 Overall agreement
	 	 	 	 
	  Negative
	26
	0
	97.5
	0.867 (95% CI 0.771–0.963)

	  Positive
	7
	241
	 	 
	 NLM (102)
	 	 	 	 
	  Negative
	17
	0
	95.1
	0.842 (95% CI 0.709–0.975)

	  Positive
	5
	80
	 	 
	 LSIL (101)
	 	 	 	 
	  Negative
	7
	0
	98
	0.864 (95% CI 0.680–1)

	  Positive
	2
	92
	 	 
	 HSIL (57)
	 	 	 	 
	  Negative
	0
	0
	100
	1

	  Positive
	0
	57
	 	 
	 CIN1 (4)
	 	 	 	 
	  Negative
	0
	0
	100
	1

	  Positive
	0
	4
	 	 
	 CIN2/3 (59)
	 	 	 	 
	  Negative
	0
	0
	100
	1

	  Positive
	0
	59
	 	 
	 Squamous carcinomab (3)
	 	 	 	 
	  Negative
	1
	0
	100
	1

	  Positive
	0
	2
	 	 
	 Adenocarcinomac (2)
	 	 	 	 
	  Negative
	1
	0
	100
	1

	  Positive
	0
	1
	 	 

aInterpretation values: poor (< 0.20), fair (0.21–0.40), moderate (0.41–0.60), good (0.61–0.80), very good (0.81–1.00)
bThe HPV negative squamous carcinoma was negative with three methods
cThe negative adenocarcinoma was negative by NGS and Roche assays for 14 HPV types but was positive for HPV44 and 81 by ChapterDx HPV-STI NGS assay



The overall agreement for HPV16 between cobas and the NGS assays was 98.5% (270/274) with a kappa value of 0.967 (Table 5). Two of the HPV16 samples were scored negative. However, one and two HPV16 reads were detected in each of these two samples, respectively. The overall agreement for HPV18 was 98.5% (70/274) with a kappa value of (0.901) and the overall agreement for other HPVs was 96% (263/274) with kappa value of 0.906. For the other HPVs, two HPV samples were also detected by the NGS assay as HPV52 and HPV31/52, respectively, but were below the NGS detection threshold and scored negative. Of the 29 HPV targets in the NGS panel, 28 were detected among the samples analyzed (except for HPV73). In this cohort, co-infections between 2 and 12 HPVs were detected in 146 samples (shown in Table 6).Table 5Concordance between ChapterDx HPV-STI NGS assay and Roche cobas assay for 14 high-risk HPVs


	 	Roche cobas 4800

	Negative
	Positive
	Total
	Agreement
	kappa

	ChapterDx HPV-STI NGS Assay

	 HPV16
	 	 	 	 	 
	  Negative
	183
	1
	184
	98.5
	0.967 (95% CI 0.934–0.999)

	  Positive
	3
	87
	90
	 	 
	  Total
	186
	88
	274
	 	 
	 HPV18
	 	 	 	 	 
	  Negative
	250
	3
	253
	98.5
	0.901 (95% CI 0.805–0.997)

	  Positive
	1
	20
	21
	 	 
	  Total
	251
	23
	274
	 	 
	 Othersb (12 HR Types)
	 	 	 	 	 
	  Negative
	79
	7
	86
	96.0
	0.906 (95% CI 0.851–0.960)

	  Positive
	4
	184
	188
	 	 
	  Total
	83
	191
	274
	 	 

aInterpretation values: poor (< 0.20), fair (0.21–0.40), moderate (0.41–0.60), good (0.61–0.80), very good (0.81–1.00)
bHPV 31, 33, 35, 39, 45, 51, 52, 56, 58, 59, 66, and 68


Table 6Nr of 2 to 12 HPV co-infections in 274 samples


	Nr of HPV co-infections
	2
	3
	4
	5
	6
	7
	8
	9
	10
	12
	Total

	Nr of specimens
	67
	29
	20
	19
	5
	1
	1
	2
	1
	1
	146




In the 274-sample cohort, ChapterDx HPV-STI NGS assay detected a total frequency of 205 non-HPV STIs, of which U. parvum (32.1%) and M. hominis (25.2%) comprised the majority of the non-HPV STIs (Table 7). 52.1% (143/274) of the samples were positive for 7 out of 14 non-HPV STIs, harboring a range of 1–4 STIs per sample (Table 8). HPV and non-HPV STIs co-infections were observed in 135/274 (49.3%) of the samples. Table 9 lists results by Roche cobas assay and the NGS assay for 9 samples with co-infections of multiple HPVs and non-HPV STIs, demonstrating detection of HPV and non-HPV STIs by the NGS assay.Table 7Other STIs detected in the 274 samples by ChapterDx HPV-STI NGS assay


	STIs detected
	Nr/%

	Chlamydia trachomatis
	4 (1.5%)

	Trichomonas vaginalis
	16 (5.8%)

	Mycoplasma genitalium
	1 (0.36%)

	Mycoplasma hominis
	69 (25.2%)

	Ureaplasma parvum
	88 (32.1%)

	Ureaplasma urealyticum
	23 (8.4%)

	Herpes simplex virus type 2
	4 (1.5%)



Table 8Nr of 2 to 4 non-HPV STI co-infections in 274 samples


	Nr of STI co-infections
	2
	3
	4
	Total

	Nr of specimens
	45
	6
	1
	52



Table 9Comparison of ChapterDX HPV-STI NGS and Roche cobas for samples with combined HPV and STI co-infection


	Sample
	Roche Cobas
	Chapter diagnostics HPV-STI NGS panel

	1
	HPV16 and others
	HPV16, 35, Trichomonas vaginalis, Mycoplasma hominis

	2
	Others
	HPV33, 56, 43, Trichomonas vaginalis, Mycoplasma hominis

	3
	HPV16, 18, others
	HPV16, 18, 31, 33, 45, 52, 56, 68a, 42, 61 Trichomonas vaginalis, Mycoplasma hominis

	4
	Others
	HPV58 and Chlamydia Trachomatis

	5
	Others
	HPV16, 39, and Herpes Simplex II (HSV2)

	6
	Others
	HPV66, 68a and Chlamydia Trachomatis

	7
	Others
	HPV31, 51, Mycoplasma genitalium, Trichomonas vaginalis, Mycoplasma hominis, Ureaplasma Parvum

	8
	HPV16 and others
	HPV16, 45, 11, 81, 83, Herpes Simplex II (HSV2), Mycoplasma hominis,Trichomonas vaginalis

	9
	Others
	HPV58, 42, Chlamydia trachomatis




On average, 192 positive samples were sequenced per Illumina Mid-Output sequencing kit on Illumina MiniSeq platform including negative and positive controls. Additional file 1: Table S1 lists the estimated number of samples for different Illumina sequencing platforms and kits.
Discussion
In the present study, the performance of ChapterDx HPV-STI NGS assay was compared to Roche cobas assay. Forty-three control DNA pools of 100 and 50 copies were detected in all replicates and for 20 copies replicates, M. genitalium had an LoD below 95%. The lower detection rate for M. genitalium could be due to synthetic error in control DNA, which affects amplification efficiency. In this study, the HPV52 control DNA contained several synthesizing sequence errors in the primer regions. The sequence errors were confirmed by Sanger sequencing. The HPV52 control DNA was re-synthesized, and the problem was resolved.
The 3 reads detection was consistent with Labnet HPV panel, control HPV plasmids and sample cohort analyzed by Roche cobas. The NGS assay did not generate background sequences or false positive results, showing that 3 reads is an acceptable detection threshold.
The NGS and cobas assays showed a high overall agreement, which indicates a good performance of the NGS assay on a set of well-studied samples; nevertheless, a larger study is required based on Meijer’s criteria [32] for further clinical evaluation. In this 274-sample cohort, none of the discrepant results involved HSIL, CIN1, CIN2/3 or cancer samples. The adenocarcinoma sample that was negative for 14 hr-HPVs by both methods, harbored HPV44, 81, which are lr-HPV types and not considered carcinogenic. Due to type-specific amplification, the NGS assay was able to detect a range of 2–12 HPV co-infections in 146/274 of samples allowing unbiased analysis of existing HPV types in each sample.
Earlier studies have shown evidence of association between hr-HPVs and non-HPV STIs (including commensal STIs) with cervical carcinogenesis [17–26, 33]. In this study, 52.1% samples in the 274-sample cohort harbored non-HPV STIs, of which 87.8% were commensal infections of three species: M. hominis, U. urealyticum and U. parvum. Moreover, almost half of the samples carried co-infections of HPV and non-HPV STIs. Thus, a comprehensive assay detecting multiple HPV and non-HPV STIs in a single test, is a useful tool to diagnose and study the correlation of hr-HPV and non-HPV co-infections. It is worth mentioning that the 14 non-HPV STIs in the NGS assay have different pathogenic characteristics and some of them are considered commensal species of the genital tract (such as M. hominis, U. urealyticum and U. parvum), existing in both healthy and symptomatic individuals [34]. Such commensal infections are interpreted in clinical context, which is out of the scope of this study to investigate the clinical impact and association of these commensal STI infections with disease.
HPV genotyping has been mostly focused on HPV16 and HPV18 due to their high prevalence in cervical cancer, although, other hr-types indicate high positive predictive value (PPV) [8, 10]. Earlier studies suggested that extended HPV genotyping provides a better risk stratification and identification of women at increased risk of cervical cancer by simply providing individual risk assessment of HPV positive women [35–37]. The results of  this study show that co-infections of multiple HPVs and non-HPV STIs are widespread (Tables 7 and 8). Due to limitation of current widely used assays, many of those STIs can go undetected or more than one assay might be needed.
It has been reported that non-transient hr-HPV infections and high viral loads is a risk marker for dysplasia and carcinoma in situ in normal cytology [11–16]. Such studies have been typically focused on few high-risk types. The NGS assay uses type-specific HPV primers for amplification and generates quantification information for each type in the panel. The wide spectrum of STIs and their quantification information could be useful for studying the association between STIs and diseases. Investigating the association of broad-spectrum HPVs, their respective viral load, role of other STIs in relation to cancer would be the scope of another study.
There are several NGS-based HPV assays [38–40] that commonly use more than one round of PCR. ChapterDx HPV-STI NGS assay uses one-step amplification workflow, which significantly reduces time/labor, the risk of cross contamination and allows easier automation.
Conclusion
ChapterDx HPV-STI NGS Assay is cost-effective as it detects a much broader spectrum of HPV/STI than other commercial kits, at a similar or lower cost per sample, with proven analytical performance; therefore, it is a valuable tool for large epidemiology and surveillance studies. Once evaluated with larger, well-characterized cohorts for clinical validation, this assay could also be applied to cervical cancer screening programs.
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